Introduction
In 2014, the World Health Organization (WHO) adopted a new strategy to reduce tuberculosis (TB) deaths by 90% and TB incidence by 80% within the 15 years window from 2015 to 2030; however, diagnosis of TB remains challenging, 1 particularly in resource-constrained countries and in the contexts of high TB incidence rates. The widely used simple and inexpensive sputum smear microscopy for diagnosis of pulmonary TB 2, 3 suffers from both lack of sensitivity and specificity. 3, 4 The performance of smear microscopy is further reduced in patients with extrapulmonary TB, those coinfected with HIV, 4, 5 and those with nontuberculous mycobacteria (NTM). 5, 6 NTM are ubiquitous bacteria found in water and soil 7, 8 and are well known to cause lung diseases. 9, 10 In recent years, pulmonary NTM infection rates have dramatically increased worldwide 7, 8, 11 and widely vary across geographical scale and human population. Defining the clinical implication of NTM infection in settings with endemic TB, like Tanzania, requires discrimination of NTM from Mycobacterium tuberculosis (MTB) complex suspects. 12 Shared morphological characteristics between NTM and
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Mnyambwa et al the MTB complex contributes to the poor performance of smear microscopy. 8 Thus, NTM infections are commonly misdiagnosed as pulmonary TB, particularly in resourceslimited countries. 7, 8 Despite these limitations, sputum smear microscopy remains a mainstay technique for clinical diagnosis of pulmonary TB in low and middle-income countries and remains an integral part of the global TB control strategy. 6 Current WHO TB guidelines recommend immediate initiation of anti-TB drugs and a regular follow-up schedule after smear-positive results. Thus, the limited capacity of smear examination to differentiate MTB complex from NTM infection is not taken into account, resulting in unnecessary people undergoing TB treatment.
Mycobacterial culture is more sensitive and highly specific than smear examination, and is hence considered the gold standard for diagnosis of TB. 13 Identification of species from culture is based on phenotypic and biochemical tests which are not definitive, 9 and nonviable bacterial cells also result in culture-negative.
14 NTM infections can falsely present as culture positive and can even be misdiagnosed as multidrug-resistant TB. 7, 15 The clinical implication of culture false-positive has remained elusive. Nucleic acid amplification assays like GenoType® CM/AS (Hain Lifescience, Nehren, Germany) and GeneXpert® MTB/RIF (Cepheid, Sunnyvale, CA, USA) can be applied for quick identification and confirmation of TB, though the techniques are expensive for routine diagnosis. This study used both phenotypic and molecular techniques to identify the likelihood of NTM or other TB-like infection among smear-positive culturenegative samples.
Materials and methods
Study design
This cross-sectional study, nested in the East Africa Public Health Laboratory Network (EAPHLN) project, utilized sputum specimens collected between February 2013 and June 2016. The broad objective of the EAPHLN project was to establish a network of efficient, high-quality, accessible public health laboratories for the diagnosis and surveillance of TB and other communicable diseases in East Africa.
Settings
The 
HIV testing
HIV tests were performed at the study site level as per standard care as specified in the national HIV and testing algorithm 16 in order to determine the HIV status of the consented participants.
Smear examination
Sputum sample collection, processing, transportation, and detection of acid-fast bacilli (AFB) by Zeihl-Neelsen (ZN) were performed according to the National es for TB management. 17 Smear-positive sputum samples were sent to CTRL for smear reexamination and culture. Laboratory scientists/ technicians read the smears blindly and graded the results using the WHO system.
TB detection by GeneXpert MTB/RIF
Using unprocessed sputa samples, GeneXpert tests (Cepheid) were performed to all 94 sputa in accordance with the manufacturer's instructions for detection of TB. GeneXpert MTB/RIF assay is an automated hemi-nested real-time polymerase chain reaction (PCR) assay for detection of both M. tuberculosis complex (MTBC) and rifampicin-resistant organisms in 2 hours. It amplifies an MTB-specific sequence of the 81-bp rpoB gene, which is probed with molecular beacons for mutations within the rifampicin-resistance determining region.
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Assessment of smear-positive but culture-negative TB samples in Tanzania Repeat culture Sputum samples from each study site were processed, packaged, and transported to CTRL, with a transit time of 2-3 days. At CTRL, samples were homogenized (using N-acetylcysteine) to free the bacilli from the mucus, cells, or tissue, and this was followed by decontamination procedure (using NaOH) that liquefies the organic debris and eliminates the unwanted normal flora. Processed sediments were used to inoculate Löwenstein -Jensen (LJ) culture media according to standard operating procedure. Repeat culture was performed after completion of sample collection period, using sputum specimens that were stored at -80°C after initial culture. The inoculated culture was incubated and observed every week for 8 weeks before being regarded as negative. A culture was considered as contaminated following observation of overgrowth of microorganisms that were lacking characteristics of mycobacteria. Repeat cultures were performed to all 94 smear-positive but culture-negative sputa. Reexamination with ZN stain was performed to confirm the presence of AFB among NTM suspects.
Species identification
The Capilia TB-Neo assay (an immunochromatographic test) was performed to all repeat-culture positive samples in accordance with the manufacturer's instructions (TAUNS Laboratories, Inc., Shizuoka, Japan) to differentiate MTB complex from NTM infections. The Capilia TB-Neo detects MPT64 protein secreted by species of MTB complex. Isolates of MTB complex detected by Capilia TB-Neo were further subjected to a GenoType MTBC assay (Hain Lifescience, Nehren, Germany) for confirmation and identification to the species level. In order to identify species that were Capilia TB-Neo negative (NTM suspects), 2 additional genotyping methods: the GenoType CM/AS (Hain Lifescience) were performed according to the manufacturer's instructions. GenoType CM can simultaneously detect and differentiate up to 27 clinically relevant NTM species from MTBC. GenoType AS can detect and differentiate an additional 19 NTM species.
Demographic and clinical data
Patients' demographic variables (age and sex) and clinical information (HIV status and TB treatment history) were extracted from the EAPHLN project register books and tools at the sites and CTRL.
Definitions
As stated earlier, a definitive diagnosis of pulmonary TB is difficult to achieve; however, based on this study, we establish that: 
Ethical consideration
The study was nested within the EAPHLN project which was approved by the National Health Research Ethics SubCommittee of the National Institute for Medical Research, Tanzania. All study participants aged 18 years and above provided a written informed consent, and for those who were younger than 18 years, a written informed consent was obtained from parents or guardians.
Results
A total of 94 (17.74%) smear-positive culture-negative samples of presumptive TB patients who presented with TB symptoms from a pool of 530 smear-positive samples collected between January 2013 and June 2016 were analyzed. The remaining 436 (82.26%) of 530 samples were smear-positive culture-positive and so were not included in this analysis. The overall mean age (SD) of the 94 patients was 40.54 (15.63) years. The majority, 54/94 (57.45%), of the participants were males with a mean (SD) age of 41.8 (17.04) years, and for female participants (40, 42.55%) the mean (SD) age was 38.85 (13.54) years. Table 1 reports the distribution of the participants by study sites Out of 94 sputum samples, 25 (26.60%) were GeneXpert positive (no rifampicin resistance detected), of which 2 were culture positive. A total of 69 (73.40%) sputa were GeneXpert negative, of which only 9 were culture positive. Only 2/25 GeneXpert positive samples were also culture positive. 
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Repeat LJ culture yielded 11 (11.70%) growths, 2 were from a pool of 25 GeneXpert positive samples and the remaining 9 from 69 GeneXpert negative sputa. Additionally, 2 culture growths were discarded due to contamination during culture preparation. Eighty-three (88.30%) remained negative on culture to the termination point that was after 8 eeks.
Of the 11 culture-positive samples, 5 tested Capilia TB-Neo positive for MTB complex and were confirmed by GenoType MTBC test as being MTB/Mycobacterium canettii. GenoType MTBC assay cannot distinguish MTB from M. canettii. The remaining 6 Capilia TB-Neo negative isolates were typed by GenoType CM, which identified 3/94 (3.19%) as NTM infections (2 Mycobacterium fortuitum, 1 Mycobacterium abscessus), 2 as Gram positive bacteria, and 1 isolate was negative. The 2 Gram positive bacteria and the negative isolate were subjected to GenoType AS assay, and all 3 were negative. Sixty (63.83%) sputa were negative in both GeneXpert and culture. Laboratory workflow and outcomes are summarized in Figure 1 . Six (6.38%) of the 94 patients were HIV positive. Of the 2 M. fortuitum infected patients, 1 patient also had HIV, and 1 patient from a pool of 5 M. tuberculosis/M. canettii cases had also HIV coinfection.
Based on the tests performed and case definition established earlier, a total of 28/94 (29.79%) patients sputa (GeneXpert positive plus GenoType MTBC positives) were referred to as "confirmed TB cases" or "true smear-positive", while 6 (6.38%) cases were referred to as "confirmed not TB infection" or "false smear-positive"; among these 3 were NTM infections, 2 were Gram positive bacteria, and 1 was not identified by the tests. The remaining 60 (63.83%) samples that were negative in both GeneXpert and culture were referred to as "unconfirmed cases."
Discussion
Early detection and effective treatment are central components for successful management and control of every infectious disease including pulmonary TB. The diagnosis of pulmonary TB by sputum smear microscopy is seriously obstructed by its limited sensitivity and specificity. 2, 4 Although low sensitivity in the examination of stained acidfast smears has been given high priority, little consideration is given to false smear-positive as it pertains to specificity.
Despite the fact that the sensitivity of smear microscopy is inferior to both GeneXpert and mycobacterial culture, this study reports that 60/94 smear-positive sputa were negative in both GeneXpert and culture. Due to the retrospective nature of this study, we failed to confirm the actual cause of these cases. However, laboratory technical failures and presence of nonviable bacilli can result into no growth in culture. 18 Toxicity of reagents used for decontamination, Capilia TB-Neo +ve n=5
Negative-culture n=23 "STOP"
GeneXpert +ve/RIF resistance n=0 GeneXpert +ve/RIF sensitive n=25 "Smear-positive culture-negative" sputa n=94
GeneXpert -ve n=69
Repeat LJ culture test n=94
Culture-positive n=2 Culture-positive n=9 "STOP" 
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Assessment of smear-positive but culture-negative TB samples in Tanzania centrifugation, transportation, and storage is all known to affect the viability of the bacilli if not performed properly. 4 For similar reasons, decontamination procedure and centrifugation, if not accurately performed, might have contributed to the miss of 5/11 cases of M. tuberculosis/M. canettii on the initial culture but identified by the repeat culture. Demonstration studies documented high sensitivity and specificity (97%-100%) of GeneXpert to detect TB and RIF resistance; however, the technology requires stable electricity, annual recalibration, and compliance with temperature ceiling. 19 The impact of these on the sensitivity of the instrument for routine diagnosis of pulmonary TB in places where there is a shortage and unstable power supply, like Tanzania, is not well established. However, due to the high specificity of this nucleic acid amplification technology, we concluded that 25 (26.60%) GeneXpert positive cases (2 confirmed by GenoType CM) were referred to as "true pulmonary TB cases."
Recently, there has been increasing trend of respiratory infection worldwide due to NTM, which significantly varies across different geographical localities. 7, 8, 12 However, older adults and immunocompromised persons like HIV-infected persons are at more risk of the infection. 10, 20 NTM infections present similar clinical and radiographic manifestations like those of pulmonary TB, 7, 21 hence resulting false in positives in both smear and culture. In Tanzania, it is commonly assumed that patients presenting with pulmonary infection are infected with MTB, 12, 22, 23 with the possibility of other respiratory infection like NTM infection not taken into consideration. In this study, 3 patients (3.19%) were confirmed as having NTM infections (2 M. fortuitum and M. abscessus), but they may had been mistreated as pulmonary TB, which may result in worsening patient's health, repeated visits to health facilities, and an increase in the risk of drug-resistance. NTM infection does not respond to anti-TB agents; however, the clinical impact of the indiscriminate use of anti-TB drugs in the tremendously, recently emerging drug-resistant TB era remains unassessed. 2, 24 Infection due to species of M. fortuitum and M. abscessus, which both have the capacity to cause respiratory infections in human, has previously been reported in Tanzania. 25, 26 Although this study did not conduct drug sensitivity testing, both M. fortuitum and M. abscessus can be misdiagnosed as resistant TB/multidrug-resistant TB due to their natural resistant pattern to antituberculosis drugs, 15, 26 which may result in unnecessary administration of toxic second-line anti-TB treatment. The prevalence of NTM reported in the present study, which seems to be lower than recently reported in the country, 12, 22 is not conclusive because of the limited sample size and because it only constitutes a small proportion of pulmonary TB diagnosis scenarios. Moreover, due to the retrospective nature of this study, we could not certainly implicate the isolated NTM as the cause (and the only cause) of the infection in these patients. Additionally, various particles that are acid-fast (eg, food particles, dye precipitates, and non-mycobacterial species) can cause false smear-positive results. For example, Nocardia spp. and Rhodococcus equi 20 have a similar appearance to that of mycobacterium on smear examination and can be misdiagnosed as pulmonary TB. Recently, one study in Tanzania isolated different species of Nocardia among TB suspects, suggesting that Nocardia spp. are an important cause of pulmonary infections that are merely underdiagnosed and/or ignored. 27 Furthermore, poor quality of smear microscopy and reading errors may result in either failure to detect active TB or reporting of non-TB cases. 28, 29 In this study, 3/11 isolates (2 Gram positive bacteria and 1 negative isolate) could not be identified to the species level due to the limitations of the typing methods used in this study. GenoType CM can detect Gram positive bacteria with a high G+C content; however, carefully evaluation is needed to rule out the possibility of coexistence with mycobacterial species.
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Limitations
This study failed to assess the association of NTM infection with related chronic diseases (eg, HIV) and sociodemographic characteristic like age and sex due to the small size. It was also difficult to assess treatment outcomes among patients due to the retrospective nature of the study. Furthermore, this study could not rule out the possibility of bacterial colonization and/or contamination among the reported NTM or bacterial cases.
Conclusion
Our study reports that, out of 94 smear-positive cases, 64% were both GeneXpert and culture negative and identified nontuberculous mycobacteria among TB suspects. Less consideration of false smear-positive samples may result in mismanagement of a health condition. It is important that the national TB program considers strengthening the quality assurance system and tracking the performance of both smear microscopy and mycobacterial culture system regularly. Use of advanced differential TB diagnostic techniques and reviewing and emphasizing better clinical practices that ensure accuracy in diagnosis would help to avoid putting patients' health and lives at risk. 
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